Purpose: To validate an optimal 12-fold accelerated real-time cine MRI pulse sequence with radial k-space sampling and compressed sensing (CS) in patients at 1.5T and 3T. Methods: We used two strategies to reduce image artifacts arising from gradient delays and eddy currents in radial kspace sampling with balanced steady-state free precession readout. We validated this pulse sequence against a standard breath-hold cine sequence in two patient cohorts: a myocardial infarction (n ¼ 16) group at 1.5T and chronic kidney disease group (n ¼ 18) at 3T. Two readers independently performed visual analysis of 68 cine sets in four categories (myocardial definition, temporal fidelity, artifact, noise) on a 5-point Likert scale (1 ¼ nondiagnostic, 2 ¼ poor, 3 ¼ adequate or moderate, 4 ¼ good, 5 ¼ excellent). Another reader calculated left ventricular (LV) functional parameters, including ejection fraction. Results: Compared with standard cine, real-time cine produced nonsignificantly different visually assessed scores, except for the following categories: 1) temporal fidelity scores were significantly lower (P ¼ 0.013) for real-time cine at both field strengths, 2) artifacts scores were significantly higher (P ¼ 0.013) for real-time cine at both field strengths, and 3) noise scores were significantly (P ¼ 0.013) higher for real-time cine at 1.5T. Standard and real-time cine pulse sequences produced LV functional parameters that were in good agreement (e.g., absolute mean difference in ejection fraction <4%). Conclusion: This study demonstrates that an optimal 12-fold, accelerated, real-time cine MRI pulse sequence using radial kspace sampling and CS produces good to excellent visual scores and relatively accurate LV functional parameters in patients at 1.5T and 3T. Magn Reson
INTRODUCTION
While electrocardiogram (ECG)-gated, breath-hold cine MRI with balanced steady-state free precession (bSSFP) (1) readout is considered the gold standard test for evaluation of cardiac function (2) , it has several limitations, including long scan time and sensitivity to irregular heart rhythm and breathing motion. Thus, standard cine MRI often produces poor image quality in patients with dyspnea (e.g., heart failure, critically ill) and/or arrhythmia (e.g., atrial fibrillation).
One approach to address these limitations of standard cine MRI is to perform real-time cine MRI (3) during free breathing. However, commercial real-time cine MRI acquisitions using dynamic parallel imaging typically yield low spatio-temporal resolution (4, 5) due to their slow imaging speed (e.g., acceleration factor 3). More advanced investigational acceleration methods that could be used include partially separable functions (6), k-t SENSE (7), through-time GRAPPA (8, 9) , and compressed sensing (CS) (10) (11) (12) (13) , with different methods having advantages (e.g., net acceleration rate) and disadvantages (e.g., image reconstruction time, prior information such as a pre-scan). In this study, we focused our investigation on CS because of its ability to achieve high acceleration rates (typically ! 8).
This study builds on a previous report that radial kspace sampling produces better results than Cartesian kspace sampling in real-time cine MRI with bSSFP readout (14) , as well as another report that CS or regularized nonlinear inversion reconstruction can be used to highly accelerate real-time cine MRI with radial k-space sampling and achieve a high temporal resolution on the order of 40 ms (12) . An even higher temporal resolution may be needed for imaging pediatric patients, patients with tachycardia (heart rate > 100 beats per minute), or patients during stress testing. In this study, we sought to further optimize real-time cine MRI with radial k-space sampling and CS by incorporating several improvements to: 1) achieve higher temporal resolution ($30 ms), 2) enable retrospective binning to select optimal temporal resolution, and 3) reduce image artifacts associated with gradient delays and eddy currents. As an important first step toward clinical applications, we sought to validate an optimized, highly accelerated, real-time cine MRI pulse sequence with radial k-space sampling and CS in adult patients at both 1.5T and 3T. Our study sought to fill a major gap in highly accelerated cardiovascular MRI methods with CS which is the lack of validation studies in patients with disease (15) .
METHODS

Theoretical Considerations for the Optimization of Methods
As per Wundrak et al. (16) , we used the 7th Fibonacci sequence of golden angles, which is equal to 23.62814 , to reduce eddy currents associated with k-space jumps in bSSFP readout (14, 16, 17) . For brevity, we refer to it as a tiny golden angle (TGA) (18, 19) throughout.
Using the imaging parameters proposed by Voit et al. (12) as a guide, we developed a protocol with spatial resolution on the order of 2.0 Â 2.0 mm and temporal resolution on the order of 40 ms or better. To identify the acceptable limits of acceleration, we acquired a fully sampled ECG-gated breath-hold cine MRI data (image acquisition matrix ¼ 144 Â 144, repetition time [TR] ¼ 2.7 ms) from a male patient (age, 63 y), retrospectively undersampled the k-space using a TGA (18, 19) , and found that acceleration factor (R) ! 12 (i.e., 12 k-space lines per image, temporal resolution ¼ 32 ms) produces high data fidelity as defined by structural similarity index (20) ! 0.95 (Supporting Fig. S1 ).
Radial k-space acquisition is sensitive to magnetic field gradient delays and eddy currents. This problem can be solved by acquiring k-space trajectory calibration data (21) . In this study, we designed the pulse sequence to acquire calibration data without incurring a time penalty by replacing post-scan dummy scans with calibration scans, as shown in Figure 1 . Another interesting aspect of radial k-space sampling is whether the angular sequence should rotate over 360 or 180 , since both strategies have identical sampling patterns in k-space. As shown in Supporting Figure S2 , for the 360 rotation case, there are four groups of echoes in terms of spatial encoding gradient polarities. For the 180 rotation case, only two groups of echoes are present, but there is a slight increase in eddy currents. As shown in Supporting Figure S3 , when TGA ¼ 23.62814 , 12 rays are acquired per image, and temporal total variation (TTV) is the constraint in CS reconstruction, rotating over 180 produced less aliasing artifacts than over 360 with or without phase correction (see corresponding Supporting Videos S1-S5 for a dynamic display of residual signal and phase). As such, we used TGA sampling over 180 with phase correction throughout this study.
Patients
This study was conducted by leveraging two ongoing MRI studies that included standard cine MRI in parent protocols. The first ongoing study comprised patients with a history of myocardial infarction (MI) (mean age, 59.4 6 12.9 y; male, n ¼ 9; female, n ¼ 7; mean heart rate, 65.7 6 9.1 bpm; left ventricular ejection fraction, 29%-73%), and the second ongoing study comprised of patients with chronic kidney disease (CKD) (mean age, 62.4 6 16.2 y; male, n ¼ 7; female, n ¼ 11; mean heart The first heartbeat was used to play prescan dummy scans (green arrows) in order to approach steady state magnetization. This is standard for all cine MRI with bSSFP. Real-time, radial data were acquired in the subsequent 1.75 heartbeats using the TGA sequence (black arrows). Immediately after current data scan and before start of the dummy scans for the following imaging plane, 48 rays of calibration data (red arrows; a pair of rays with opposite polarities per direction; 7.5 angular steps) were acquired in lieu of postscan dummy scans (green arrows). (b) Acquisition and reconstruction pipline used for realtime cine imaging. Once all rays are acquired, a combination of NUFFT and GRASP based CS is used to reconstruct de-aliased images.
rate, 65.3 6 7.2 bpm; left ventricular ejection fraction, 46%-78%). (A detailed list of clinical profiles is not relevant for this study and has thus been omitted.) Human imaging was conducted in accordance with protocols approved by our Institutional Review Board; all subjects provided written informed consent.
MRI Hardware
The first cohort of MI patients were scanned on a 1.5T whole-body MRI scanner (Aera; Siemens Healthcare, Erlangen, Germany), and the second cohort of CKD patients were scanned on a 3T whole-body MRI scanner (Skyra; Siemens Healthcare). Both scanners were equipped with a gradient system capable of achieving a maximum gradient strength of 45 mT/m and a slew rate of 200 T/m/s. The RF excitation on both scanners was performed using the body coil. Standard multicoil arrays (anterior and spine elements, typically 12-15 elements total) were employed for signal reception.
Pulse Sequence
Relevant imaging parameters for standard breath-hold cine MRI at 1.5T included: field of view (FOV) in the frequency-encoding direction ranging from 340 to 500 mm, 81.2% FOV in the phase-encoding direction, image acquisition matrix ¼ 192 Â 133, R ¼ 1.7 with GRAPPA (22), slice thickness ¼ 6 mm, slice gap ¼ 4 mm, flip angles ranging from 58 to 70 , receiver bandwidth ¼ 930 Hz/pixel, echo time [TE] ¼ 1.2 ms, TR ¼ 2.7 ms, acquired k-space lines per frame ¼ 13, temporal resolution ¼ 35 ms (interpolated to 25 cardiac frames with retrospective ECG gating), scan duration ¼ 7 heart beats (1 heart beat for dummy scan), and number of slices varying from 9 to 12 depending on patient's heart size. Standard cine MRI at 3T used the same imaging parameters, except: FOV in the frequency-encoding direction ranging from 360 to 420 mm, 100% FOV in the phaseencoding direction, image acquisition matrix ¼ 192 Â 192, R ¼ 1.8, slice thickness ¼ 8 mm, slice gap ¼ 0 mm, flip angles ranging from 38 to 46 , TE ¼ 1.1 ms, TR ¼ 2.5 ms, acquired k-space lines per frame ¼ 15, temporal resolution ¼ 38 ms (interpolated to 25 cardiac frames with retrospective ECG gating), scan duration ¼ 13 heart beats (1 heart beat for dummy scan), and receiver bandwidth ¼ 1445 Hz/pixel. Some differences between 1.5T and 3T protocols were unavoidable because our study was ancillary to two different parent studies.
Real-time cine with radial CS used the following set of imaging parameters at both 1.5T and 3T, including: FOV ¼ 300 Â 300 mm, image acquisition matrix ¼ 144 Â 144, slice thickness ¼ 8 mm, slice gap ¼ 0 mm, TE ¼ 1.3 ms, TR ¼ 2.7 ms, receiver bandwidth ¼ 990 Hz/pixel, temporal resolution ranging ¼ 32 ms, number of slices ¼ 14, tiny golden angles ¼ 23.62814
, flip angles ranged from 60 to 80 at 1.5T and 40 to 50 at 3T, and number of cardiac phases ¼ 46. The scan time for the 2D plane was 3 heart beats (1 heart beat for prescan dummy scan, next 2 heart beats for data scan, calibration scan, and postscan dummy scan, as shown in Fig. 1 ), and the total scan time for 14 slices was 42 continuous heart beats during free breathing. For trajectory calibration scan, we acquired 48 rays per slice (a pair with opposite polarities per angle; 7.5 angular steps).
Image Reconstruction
Trajectory correction was performed as a preprocessing step, as described previously (21) . Undersampled data were reconstructed using the GRASP framework (23) (radial k-t SPARSE-SENSE) and TTV with normalized regularization weight of 0.02. This regularization weight was determined empirically using the same approach as described previously (10) . We used nonuniform fast Fourier transform (NUFFT) to minimize spatial blurring during the gridding process (24) . CS reconstructions were performed offline in MATLAB (MathWorks, Natick, Massachusetts, USA) running on a Windows 7 Professional 64-bit platform (Microsoft Corporation, Redmond, Washington, USA).
Visual Assessment
One radiologist (J.D.C.) with 11 years and one cardiologist (D.C.L.) with 15 years of clinical experience in reading cardiovascular MRI, respectively, performed visual assessment of diagnostic quality of cine data sets. For efficient analysis, evaluation was limited to three shortaxis planes (base, mid, apex) only. In total, 68 cine data sets, grouped as a set of three short-axis planes, were randomized and deidentified for dynamic display. Before visual evaluation, the two readers were given training data sets to calibrating their scores together, where a score of 3 is defined as clinically usable. After training, each reader was blinded to image acquisition type (standard cine and real-time with radial CS), each other, and clinical history. Each short-axis stack was graded on a 5-point Likert scale: conspicuity of myocardial border
Left Ventricular Function Assessment
In total, 68 cine data sets were analyzed by another reader (A.A.R.) with 5 years of experience as a medical research fellow, using standard methods on a workstation equipped with the QMass7.2 software (Medis, Leiden, Netherlands). Functional parameters included left ventricular (LV) ejection fraction (LVEF), end-systolic volume (ESV), end-diastolic volume (EDV), stroke volume (SV), and LV mass. For consistency, the most basal slice was defined as the plane that has !50% of the blood pool surrounded by myocardium, and the most apical slice was defined as the plane showing blood pool at end diastole. Papillary muscles were excluded for the calculation of LV mass measurements.
Statistical Analysis
For comparing visual scores (conspicuity of myocardial border, temporal fidelity, artifacts, noise) between two groups (standard cine MRI and real-time cine), scores were initially averaged over two readers, and the mean scores were compared using a Wilcoxon rank-sum test. In addition to a priori comparisons, a post hoc Bonferroni correction was made to account for multiple comparisons. The agreements in LV functional parameters between standard and real-time cine scans were calculated using a Bland-Altman analysis. All statistical analyses were performed using Analyse-it software (Analyseit Ltd., Leeds, United Kingdom). Figure 2 shows representative multislice images of a patient with prior MI obtained at 1.5T (see corresponding Supporting Videos S1-S5). Figure 3 shows corresponding images of a patient with CKD obtained at 3T (see corresponding Supporting Videos S1-S5). In both cases, real-time cine with radial CS produced results that approximate standard cine MRI. Summarizing the results over 34 patients (Table 1) , compared with standard cine, real-time cine produced nonsignificantly different visually assessed scores, except for the following categories: 1) temporal fidelity scores were significantly lower (P ¼ 0.013) for real-time cine at both field strengths, 2) artifact scores were significantly higher (P ¼ 0.013) for real-time cine at both field strengths, and 3) noise scores were significantly (P ¼ 0.013) higher for real-time cine at 1.5T. Note that for all four categories, the mean scores were greater than 3.0, suggesting that all scores were deemed clinically usable by our readers.
RESULTS
As shown in Figure 4 , the mean difference in LV ejection fraction was À3.1% and À1.6% for 1.5T and 3T, respectively, which correspond to À5.4% and À2.5% error relative to mean LV ejection fraction values 57.9 and 63.2 % at 1.5T and 3T, respectively. (See Supporting Figure S4 for agreement in EDV, ESV, SV, and LV mass.)
DISCUSSION
This study describes several improvements made to a previous report (12) on accelerated real-time cine MRI using radial k-space sampling and CS. We identified two strategies to reduce image artifacts arising from gradient delays and eddy currents in radial k-space sampling with bSSFP. Consistent with the previous study at 1.5T (12) , our results show that 12-fold accelerated, real-time cine MRI with radial k-space sampling and CS produces good to excellent visual scores and relatively accurate LV functional parameters in patients at 1.5T and 3T.
The proposed 12-fold accelerated, real-time cine MRI using radial k-space sampling and CS has several advantages over previously reported real-time cine with radial k-space sampling and regularized nonlinear inversion reconstruction (12) . First, the proposed method reports a 20% improvement in temporal resolution compared with previous work. This improvement may be important for imaging pediatric patients, patients with tachycardia (heart rate > 100 beats per minute), and patients undergoing stress testing. Second, the use of a TGA sequence in the proposed method enables retrospective binning to select optimal temporal resolution, whereas previous work is incapable of rebinning because of its reliance on regularly spaced angles. Third, a combined use of trajectory correction and TGA sampling over 180 rotation reduced image artifacts arising from gradient delays and eddy currents. Compared with another real-time cine pulse sequence using a radial FLASH readout with 2 Â 2 mm spatial resolution and 30 ms temporal resolution by Uecker et al. (25) , our study produced similar spatial resolution (2.1 Â 2.1 mm) and temporal resolution (32 ms) but higher contrast-to-noise ratio owing to bSSFP readout.
Our study has several limitations. First, we did not directly compare the performance between the proposed method and previous work (12) . This is a common problem when comparing investigational methods that are unavailable. Second, there were both physiologic and parameter variations between cine scans. Standard cine scans were performed with breath-holding at both field strengths and a 4-mm gap between slices at 1.5T, whereas real-time cine scans were performed during free breathing without any gap between slices. Additional differences between cine scans that are noteworthy include: prospective gating versus retrospective gating and resolution differences. These variations could lead to a systematic difference in LV functional parameters. In this study, both EDV and ESV differences were relatively large. One solution to minimize this discrepancy is to perform real-time cine MRI with breath holding and match the spatial gap between slices. Regrettably, this study did not account for these effects. Third, we did not evaluate intra-and interobserver agreement of LV functional parameters of 68 cine sets, which was beyond the scope of the study. Future studies are warranted to evaluate observer agreements of LV functional parameters. Fourth, the proposed R ¼ 12 was not fully vetted during the study. Further work may be needed to determine whether R ¼ 12 is applicable for different clinical contexts.
Rapid real-time cine MRI with high spatio-temporal resolution has numerous advantages over standard cine MRI. First, it can be used to drastically reduce the scan time from approximately 9 minutes with multiple breath-holds to continuous scanning over 42 heart beats during free breathing. Second, radial k-space sampling with irrational angles such as TGA allows retrospective rebinning of data to determine an optimal temporal resolution. This has an important practical benefit, because there is no need to repeat scanning if the initial scan was deemed to have poor temporal resolution, which would be the case for standard cine MRI. Third, it can be used to image patients with arrhythmia, which is a major source of image artifacts with standard cine MRI. Fourth, it can be used to image pediatric patients and provide a means to relax the need for general anesthesia. Fifth, it can be used to image patients with dyspnea or who are critically ill, since those patients may be unable to perform complete breath holding.
Rapid real-time cine MRI has disadvantages as well. First, as a prospectively gated scan, its images are not displayed in a standard retrospectively gated format. As such, during image analysis of LV function, user-defined end-diastolic and end-systolic frames of all slices may not line up at the same time points. This issue can be resolved in the image processing software (QMass7.2 software; Medis) using the following process, but at the expense of increased time and complexity in image analysis: 1) draw The two groups (standard and real-time with radial CS) were significantly different for temporal fidelity, artifact, and noise scores (P ¼ 0.013), and not significanlty different for myocardial wall definition (P > 0.05). Interestingly, real-time cine with radial CS produced higher artifact and noise scores than standard cine. Each category is scored from 1 to 5 (worst to best). Note that for all four categories, mean scores were greater than 3.0, suggesting that all scores were deemed clinically usable by our readers. *Represents P < 0.05.
FIG. 4. Bland-Altman plots showing agreement in LVEF between
standard cine (reference) and real-time cine MRI pulse sequences: standard versus real-time with radial CS at 1.5T (left), and standard versus real-time with radial CS at 3T (right). The mean difference in LVEF was À3.1% and À1.6% for 1.5T and 3T, respectively, which correspond to À5.4% and À2.5% error relative to mean LVEF values 57.9% and 63.2% at 1.5T and 3T, respectively.
myocardial contours on actual end-diastolic and systolic frames for all slices; 2) copy and paste diastolic and systolic contours onto two arbitrarily defined time points such that the two sets of contours line up in time; 3) calculate LV functional parameters. Note that this problem is common to all prospectively gated real-time cine MRI pulse sequences. One solution to overcome this problem is to perform a retrospective reconstruction of repeated real-time cine acquisitions (26) at the expense of increased scan time (16-20 s per slice) and sensitivity to arrhythmia. A retrospectively gated image reconstruction may be important for improving clinical workflow. Future studies are warranted to directly compare the proposed real-time cine MRI with a retrospectively gated real-time cine (26) .
In conclusion, we have described an optimal 12-fold accelerated, real-time cine MRI pulse sequence with radial k-space sampling and CS and its validation in patients at 1.5T and 3T. Future work includes a study aimed at evaluating the clinical utility of highly accelerated real-time cine with radial CS in challenging contexts such as atrial fibrillation, pediatrics, or heart failure.
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SUPPORTING INFORMATION
Additional Supporting Information may be found in the online version of this article. Fig. S1 . Numerical simulation experiment to determine an acceptable acceleration rate that achieves high data fidelity. Using Nyquist sampling (left column) as a control and a structural similarity index (SSIM) cutoff of 0.95, we determined that 12 rays (or acceleration factor 12) was the cutoff point for producing optimal results. This quantitative evaluation was confirmed visually. Fig. S2 . A schematic illustrating that TGA radial sampling over 180 or 360 produces 2 and 4 groups of echoes, respectively. Groups of echoes are defined here in terms of spatial encoding gradient polarities. Compared with 360 rotation, 180 rotation produces two fewer groups of echoes, but at the expense of slightly higher eddy currents each time the TGA sequence accrues a 180 phase shift (typically 1 or 2 times per image) as shown. Having fewer groups of echoes translates to a lower sensitivity to gradient delays. Having higher eddy currents translates to more artifacts. Fig. S3 . Proposed strategy for reducing image artifacts arising from gradient delays and eddy currents in radial k-space sampling with bSSFP. For both 360 (top row) and 180 rotations (bottom row), adding trajectory correction reduced image artifacts. Compared with 360 rotation, 180 rotation produced lower signal and phase fluctuations through time (white arrows; see Supporting Video S5 for a dynamic display of both magnitude and phase images). 
